Capital Equipment Risk Assessment Worksheet
	Device Description

	Failure Probability (FP)
	Age/ Condition (AC)
	Patient Impact (PI)
	Revenue Loss (RL)
	Service Ability (SA)
	Legal Risk (LR)
	Network Compat (NC)
	Risk Score (RS)
	Risk Category 

	Valleylab ESU

	3
	10
	3
	2
	2
	3
	0
	60
	

	Central Monitoring Station, ICU
	5
	10
	3
	2
	3
	2
	5
	125
	

	EKG Treadmill

	8
	10
	2
	2
	4
	2
	5
	200
	

	Chemistry Analyzer

	9
	10
	4
	3
	4
	1
	5
	243
	

	IV Pump, Alaris

	2
	3
	4
	1
	1
	3
	0
	24
	

	
	
	
	
	
	
	
	
	
	

	
	
	
	
	
	
	
	
	
	

	
	
	
	
	
	
	
	
	
	

	
	
	
	
	
	
	
	
	
	

	
	
	
	
	
	
	
	
	
	

	
	
	
	
	
	
	
	
	
	

	
	
	
	
	
	
	
	
	
	

	
	
	
	
	
	
	
	
	
	

	
	
	
	
	
	
	
	
	
	

	
	
	
	
	
	
	
	
	
	


